Qualitative Analysis Report

Data Filename  TOX21_400075_TMS 1.D Sample Name NCGC Tox21_400075 from E03 SP109715
Position 99 Instrument Name 5975C_MR
User Name Kirill Acq Method B1_28-0_2_520_mt384_sndv.M

User Chromatograms
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Qualitative Analysis Report

User Spectra

Spectrum Source
Peak (1) in "+ TIC Scan"
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Qualitative Analysis Report

Data Filename

Position
User Name

User Chromatograms

TOX21_400075_TMS 2.D Sample Name
-53
Kirill

Instrument Name 5975C_MR

Acq Method

NCGC Tox21_400075 from I11 SP109717

B1_28-0_2_520_mt384_sndv.M

x10 6

14
0.8+
0.6
0.4+
0.2+
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Qualitative Analysis Report

User Spectra

Spectrum Source
Peak (1) in "+ TIC Scan"

x104 |+ Scan (7.476-7.557 min, 15 Scans) TOX21_400075_TMS 2.D Subtract
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Peak (3) in "+ TIC Scan"
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Qualitative Analysis Report

Spectrum Source
Peak (4) in "+ TIC Scan"

x104 |+ Scan (24.932-25.031 min, 18 Scans) TOX21_400075_TMS 2.D Subtract
3. 2271
2.5
2,
1.5
1,
0.5 152.0
150 360 630 890 ”ﬁ"" 810 2124 2741 3080  344.0
0 ‘ L. . et L pa— LI e ‘ L ‘ ‘ ‘
20 40 60 80 100 120 140 160 180 200 220 240 260 280 300 320 340

--- End Of Report ---

Counts vs. Mass-to-Charge (m/z)

Agilent Technologies

Page 3 of 3

Printed at: 12:37 PM on: 5/14/2014



Qualitative Analysis Report

Data Filename  TOX21_400075_TMS 3.D Sample Name NCGC Tox21_400075 from K21 SP109722
Position 261 Instrument Name 5975C_MR
User Name Kirill Acq Method C1_28-0_2_520_mt384_sndv.M

User Chromatograms

10 6 |+ TIC Scan TOX21_400075_TMS 3.D
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Qualitative Analysis Report

User Spectra

Spectrum Source
Peak (1) in "+ TIC Scan"

x103 |+ Scan (7.378-7.447 min, 13 Scans) TOX21_400075_TMS 3.D Subtract
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Peak (3) in "+ TIC Scan"
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Qualitative Analysis Report

Spectrum Source
Peak (4) in "+ TIC Scan"

x10 3 |+ Scan (7.754-7.846 min, 17 Scans) TOX21_400075_TMS 3.D Subtract
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Spectrum Source
Peak (5) in "+ TIC Scan"

x10 4 |+ Scan (7.945-8.084 min, 25 Scans) TOX21_400075_TMS 3.D Subtract
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Spectrum Source
Peak (6) in "+ TIC Scan"

x10 2 |+ Scan (8.581-8.680 min, 18 Scans) TOX21_400075_TMS 3.D Subtract
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Qualitative Analysis Report

Spectrum Source
Peak (7) in "+ TIC Scan"

x10 2 |+ Scan (9.316-9.380 min, 12 Scans) TOX21_400075_TMS 3.D Subtract
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6 105.0
4
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Spectrum Source
Peak (8) in "+ TIC Scan"

x102 |+ Scan (9.403-9.472 min, 13 Scans) TOX21_400075_TMS 3.D Subtract
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Spectrum Source
Peak (9) in "+ TIC Scan"
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Qualitative Analysis Report

Spectrum Source
Peak (10) in "+ TIC Scan"

x10 4 |+ Scan (24.932-25.031 min, 18 Scans) TOX21_400075_TMS 3.D Subtract
3.5

3
2.5
2]
1.5
14

227.2

| 152.1

0.5 360 630 890 ”ﬁ-5 C e, 212 2741 3081 3461

0 : bl 1 e Lol M oLl : L —— —

20 40 60 80 100 120 140 160 180 200 220 240 260 280 300 320 340
Counts vs. Mass-to-Charge (m/z)

--- End Of Report ---

‘i Agilent Technologies Page 5 of 5 Printed at: 12:40 PM on: 5/14/2014



Qualitative Analysis Report

Data Filename  TOX21_400075_TMS 4.D Sample Name NCGC Tox21_400075 from K19 SP109738
Position 259 Instrument Name 5975C_MR
User Name Long Acq Method C1_28-0_2_520_mt384_sndv.M

User Chromatograms

10 6 |+ TIC Scan TOX21_400075_TMS 4.D
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Response Units vs. Acquisition Time (min)
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Qualitative Analysis Report

User Spectra

Spectrum Source
Peak (1) in "+ TIC Scan"

x103 |+ Scan (7.256-7.337 min, 15 Scans) TOX21_400075_TMS 4.D Subtract
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Spectrum Source
Peak (2) in "+ TIC Scan"

x10 3 |+ Scan (7.384-7.447 min, 12 Scans) TOX21_400075_TMS 4.D Subtract
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Spectrum Source
Peak (3) in "+ TIC Scan"
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Qualitative Analysis Report

Spectrum Source
Peak (4) in "+ TIC Scan"

x10 4

1.75-
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1.25 |
14
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0.5 |
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+ Scan (7.499-7.592 min, 17 Scans) TOX21_400075_TMS 4.D Subtract
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Spectrum Source
Peak (5) in "+ TIC Scan"
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Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (6) in "+ TIC Scan"
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1,
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0
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Qualitative Analysis Report

Spectrum Source
Peak (7) in "+ TIC Scan"

x10 2 |+ Scan (8.581-8.691 min, 20 Scans) TOX21_400075_TMS 4.D Subtract
75.0

6 1271
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Counts vs. Mass-to-Charge (m/z)
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Spectrum Source
Peak (8) in "+ TIC Scan"

x103 |+ Scan (12.018-12.088 min, 13 Scans) TOX21_400075_TMS 4.D Subtract
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Spectrum Source
Peak (9) in "+ TIC Scan"
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Qualitative Analysis Report

Spectrum Source
Peak (10) in "+ TIC Scan"

«10 4 |+ Scan (24.927-25.025 min, 18 Scans) TOX21_400075_TMS 4.D Subtract
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--- End Of Report ---
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Qualitative Analysis Report

Data Filename  TOX21_400075_TMS 5.D Sample Name NCGC Tox21_400075 from K19 SP109778
Position 259 Instrument Name 5975C_MR
User Name Long Acq Method C1_28-0_2_520_mt384_sndv.M

User Chromatograms

10 6 |+ TIC Scan TOX21_400075_TMS 5.D
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Response Units vs. Acquisition Time (min)
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Qualitative Analysis Report

User Spectra

Spectrum Source
Peak (1) in "+ TIC Scan"

x102 |+ Scan (7.598-7.655 min, 11 Scans) TOX21_400075_TMS 5.D Subtract
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Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (3) in "+ TIC Scan"

x103 |+ Scan (7.991-8.072 min, 15 Scans) TOX21_400075_TMS 5.D Subtract
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Qualitative Analysis Report

Spectrum Source
Peak (4) in "+ TIC Scan"

x10 2 |+ Scan (8.095-8.176 min, 15 Scans) TOX21_400075_TMS 5.D Subtract
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Spectrum Source
Peak (5) in "+ TIC Scan"
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Spectrum Source
Peak (6) in "+ TIC Scan"
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Qualitative Analysis Report

Spectrum Source
Peak (7) in "+ TIC Scan"

x10 3 |+ Scan (9.611-9.698 min, 16 Scans) TOX21_400075_TMS 5.D Subtract

1.751 73.0
1.5 1
1.251 105.0
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Spectrum Source
Peak (8) in "+ TIC Scan"

x103 |+ Scan (12.076-12.157 min, 15 Scans) TOX21_400075_TMS 5.D Subtract
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Peak (9) in "+ TIC Scan"
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Qualitative Analysis Report

Spectrum Source
Peak (10) in "+ TIC Scan"

«10 4 |+ Scan (25.303-25.389 min, 16 Scans) TOX21_400075_TMS 5.D Subtract
4 227.1
3,
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1,
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Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Data Filename  TOX21_400075_TMS 6.D Sample Name
Position 261 Instrument Name
User Name Long Acq Method

User Chromatograms

NCGC Tox21_400075 from K21 SP109798
5975C_MR
C1_28-0_2_520_mt384_sndv.M

«10 5 |+ TIC Scan TOX21_400075_TMS 6.D
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Response Units vs. Acquisition Time (min)
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Qualitative Analysis Report
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Qualitative Analysis Report

Spectrum Source
Peak (4) in "+ TIC Scan"
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